Objective. This study aims to compare radiofrequency (RF) heat lesion size across electrodes and generator settings available for interventional pain management.
Introduction
The application of radiofrequency (RF) signals to neural tissue is well established in the treatment of movement, mood, and chronic pain disorders [1, 2] . Undesired neural signals, such as those transmitting nociceptive pain, are interrupted when high-frequency current (100-1,000 kHz) flowing through an RF probe's active tip raises the temperature at a soma/ganglion or axon/nerve to destructive levels (≥45-50°C) by means of frictional heating [3] [4] [5] [6] [7] [8] [9] . The process is known as RF heat lesioning, RF thermocoagulation, RF ablation, or thermal RF. The volume of tissue damaged by RF heating is called a heat lesion. Monopolar RF refers to current flow between a probe electrode and a large area ground pad placed on the skin's surface. Bipolar RF refers to current flow between two probe electrodes without a ground pad. RF heat lesioning includes cooled RF, wherein the electrode is internally cooled by circulating fluid but surrounding tissue is exposed to destructive temperatures [10] [11] [12] [13] .
An understanding of the factors that affect RF heat lesion size and shape is critical for selection of generator and probe configurations that suit patient anatomy and clinical objectives. Lesion geometry determines the extent and likelihood of desired and undesired tissue damage given the active tip's position and orientation in patient anatomy. Lesion size thus pertains to the degree and likelihood of interventional success, complications, the number of required lesions, methodological difficulty, procedure time, radiation exposure from fluoroscopic guidance, tissue damage due to probe manipulation, intra-and post-procedure pain.
In their 1953 publication, W. H. Sweet and V. H. Mark showed the advantage of high-frequency alternating current over direct current in producing wellcircumscribed lesion borders with control of size and shape [14] . Studies from the 1950s and 1960s established that RF heat lesion geometry depends reproducibly on electrode shape, tip diameter/gauge (ga), tip length, tip temperature, and lesion time ( Figure 1A ) [15] [16] [17] . The earliest RF lesion generators built by B. J. Cosman, S. Aranow, and O. A. M. Wyss in the early 1950s have been developed into modern tools that automatically control lesion temperature and time (Figure 2A ). Monopolar RF lesion size using temperature-controlled neurosurgical and pain management electrodes from the 1950s through the 1980s has been evaluated clinically [18] , with in vivo animal models [4, 17, 19, 20] and ex vivo models [20] [21] [22] [23] . However, the variety of probe sizes has grown considerably since the 1980s when the invention of the fine-gauge thermocouple (TC) electrode by E. R. Cosman Sr. [24] enabled variously sized RF cannulae to be electrified and monitored by a separate, universal, temperature-sensing RF electrode ( Figure 3 ). Monopolar RF heat lesioning using a wide variety of sharp, bevel-tip cannula is currently the norm in interventional pain management. Bipolar RF and cooled RF modalities are also common. Over the years, this expansive range of RF methods has been studied incrementally using disparate experimental models, confounding evaluation of the effects of probe size, generator settings, and modality on RF lesion geometry.
The aim of the present study is to compare RF heat lesion size across a broad range of active tip diameters, active tip lengths, set temperatures, set times, and modalities presently available for interventional pain management. The study is intended to evaluate typical cannula and generator configurations, configurations that maximize lesion size, the RRE "Ray" electrode, cooled RF, and bipolar RF under controlled conditions.
Methods
The ex vivo animal tissue model used for lesion generation is similar to that described in Cosman and Gonzalez [25] , but lesion size measurement is automated in order to analyze a wide variety of probe and generator configurations without human measurement error. Fresh adult bovine liver is frozen, sliced into slabs of approximately 2.5-cm thickness, equilibrated to room temperature within plastic sheets to preserve moisture (average 24°C, std. dev. 1.8°C), and selected for freshness and color. To assess the width W and length L of monopolar and bipolar lesions (Figure 1 ), cannulae/electrodes are inserted through the top surface of a first slab to fix tip position, and a second slab is placed firmly atop the first, so tissue completely surrounds the active tips. To assess the depth D of bipolar lesions ( Figure 1B) , vertical cannulae penetrate the two slabs perpendicularly such that the slab interface is aligned with the middle of cannulae tip lengths. Each electrode is connected to one of the four output jacks of an RF generator (Cosman G4 version 2.1.0, Cosman Medical, Inc., Burlington, MA, USA). For monopolar lesions, the lower slab is positioned on a stainless steel sheet connected to the generator's reference jack. For bipolar lesions, the lower slab is positioned on an electrically insulative plastic sheet. The generator automatically adjusts the amplitude of a 480-kHz sinusoidal signal to control a monopolar active tip, or the hotter of two bipolar active tips, to within 2°C of the target temperature. The generator stores measurements once per second, including electrode tip temperatures, temperature probe signals, impedance, RMS voltage, RMS current, and average power output. After heating, the top slab is removed when the electrode has cooled to 33°C.
A photograph is taken from directly above the lesion in the lower slab with the cannulae/electrodes and a metric ruler atop it (f/16, 0.6 seconds, RAW format, Canon EOS 20D, Canon USA Inc., Lake Success, NY, USA; Canon EF 100 mm f/2.8 Macro Lens). Illumination is provided by diffused 5,000 K fluorescent lamps. The RAW-format lesion photo is reformatted as TIFF using dcraw v.9.06 (David J. Coffin, Milton, New Hampshire, USA) and imported into MATLAB (Release 2012a, The Mathworks, Inc., Natick, MA, USA). To control for color variations across tissue samples, each photograph is color corrected using a supervised algorithm for identification of raw and central-lesion tissue colors. Each pixel is assigned to one of seven clusters by k-means clustering of RGB color values (MATLAB Statistics Toolbox). A rawtissue cluster and a central-lesion cluster are selected based on the locations of their constituent pixels, and the mean RGB values of these clusters are assigned as the raw r and central-lesion c tissue colors, respectively. Each pixel's RGB color x is projected onto the line segment passing through the raw r and the central-lesion c RGB values. Electrodes and specular highlights are segmented by zeroing projection coefficients greater than 1.5, and each pixel is mapped to a normalized scalar "color index" p = sat((x-r)·(c-r)/|c-r| 2 ,0,1) that linearly parameterizes the line segment ( Figure 2D ), where sat(x, y, z) saturates x at the lower y and upper z bounds.
To calibrate tissue color change to the thermal damage that accrues with elevated temperature over time [26] , a preliminary series of 40 large bipolar lesions are generated in multiple tissue samples using 80°C/3 min or 90°C/ 3 min generator settings and 20 ga/15 mm sharp-tip cannulae/electrodes (Cosman CC101520, TCN-10) spaced by approximately 15 mm. Tissue color is matched to final tissue temperature by measurement at a variety of locations using fine-gauge, electrically passive probes ( Figure 2B ), each consisting of an electrically-insulated TC electrode (Cosman TCN-10, 0.036 mm diameter) connected to a generator jack with disconnected RF lines. The color index p at the probe's sensor location is found to correlate to the final probe temperature, to produce contrast between baseline and minimal neurolytic temperatures (45-50°C) and to saturate at approximately guidance, tissue damage due to probe manipulation, intra-and post-procedure pain.
In their 1953 publication, W. H. Sweet and V. H. Mark showed the advantage of high-frequency alternating current over direct current in producing wellcircumscribed lesion borders with control of size and shape [14] . Studies from the 1950s and 1960s established that RF heat lesion geometry depends reproducibly on electrode shape, tip diameter/gauge (ga), tip length, tip temperature, and lesion time ( Figure 1A ) [15] [16] [17] . The earliest RF lesion generators built by B. J. Cosman, S. Aranow, and O. A. M. Wyss in the early 1950s have been developed into modern tools that automatically control lesion temperature and time ( Figure 2A ). Monopolar RF lesion size using temperature-controlled neurosurgical and pain management electrodes from the 1950s through the 1980s has been evaluated clinically [18] , with in vivo animal models [4, 17, 19, 20] and ex vivo models [20] [21] [22] [23] . However, the variety of probe sizes has grown considerably since the 1980s when the invention of the fine-gauge thermocouple (TC) electrode by E. R. Cosman Sr. [24] enabled variously sized RF cannulae to be electrified and monitored by a separate, universal, temperature-sensing RF electrode ( Figure 3 ). Monopolar RF heat lesioning using a wide variety of sharp, bevel-tip cannula is currently the norm in interventional pain management. Bipolar RF and cooled RF modalities are also common. Over the years, this expansive range of RF methods has been studied incrementally using disparate experimental models, confounding evaluation of the effects of probe size, generator settings, and modality on RF lesion geometry.
The ex vivo animal tissue model used for lesion generation is similar to that described in Cosman and Gonzalez [25] , but lesion size measurement is automated in order to analyze a wide variety of probe and generator configurations without human measurement error. Fresh adult bovine liver is frozen, sliced into slabs of approximately 2.5-cm thickness, equilibrated to room temperature within plastic sheets to preserve moisture (average 24°C, std. dev. 1.8°C), and selected for freshness and color. To assess the width W and length L of monopolar and bipolar lesions ( Figure 1 ), cannulae/electrodes are inserted through the top surface of a first slab to fix tip position, and a second slab is placed firmly atop the first, so tissue completely surrounds the active tips. To assess the depth D of bipolar lesions ( Figure 1B) , vertical cannulae penetrate the two slabs perpendicularly such that the slab interface is aligned with the middle of cannulae tip lengths. Each electrode is connected to one of the four output jacks of an RF generator (Cosman G4 version 2.1.0, Cosman Medical, Inc., Burlington, MA, USA). For monopolar lesions, the lower slab is positioned on a stainless steel sheet connected to the generator's reference jack. For bipolar lesions, the lower slab is positioned on an electrically insulative plastic sheet. The generator automatically adjusts the amplitude of a 480-kHz sinusoidal signal to control a monopolar active tip, or the hotter of two bipolar active tips, to within 2°C of the target temperature. The generator stores measurements once per second, including electrode tip temperatures, temperature probe signals, impedance, RMS voltage, RMS current, and average power output. After heating, the top slab is removed when the electrode has cooled to 33°C.
To calibrate tissue color change to the thermal damage that accrues with elevated temperature over time [26] , a preliminary series of 40 large bipolar lesions are generated in multiple tissue samples using 80°C/3 min or 90°C/ 3 min generator settings and 20 ga/15 mm sharp-tip cannulae/electrodes (Cosman CC101520, TCN-10) spaced by approximately 15 mm. Tissue color is matched to final tissue temperature by measurement at a variety of locations using fine-gauge, electrically passive probes ( Figure 2B ), each consisting of an electrically-insulated TC electrode (Cosman TCN-10, 0.036 mm diameter) connected to a generator jack with disconnected RF lines. The color index p at the probe's sensor location is found to correlate to the final probe temperature, to produce contrast between baseline and minimal neurolytic temperatures (45-50°C) 80°C ( Figure 2C ). A logistic curve fit to these data estimates a functional relationship p = f(T) between tissue color index p and the thermal damage due to heating up to temperature T over 3 minutes.
Over 400 lesions are generated using a variety of electrode and generator configurations, and each is photographed for automated size measurement. Photographic scale is established by selection of points separated by 20 mm on the pictured ruler. The image is resampled to 20 pixels per millimeter and automatically rotated using cannula orientation inferred by peak detection in a Hough transform of the image [27, 28] . The color index of the central-lesion cluster is adjusted using the known set temperature Tset, and thermal damage T = f −1 (pf(Tset)) is inferred for each pixel. The image is thresholded at the T = 55°C damage level. Fine imaging noise is reduced using a binary opening operation with a disc structuring element of radius 7 pixels, and the largest connected component is identified as the heat lesion ( Figure 2E ). Monopolar lesion width W and length L are measured as the largest distance between lesion pixels in the vertical and horizontal image directions ( Figures 1A and 3F ). For bipolar lesions, midline width W, length L, and depth D are measured in addition to the maximal extent in the length Lmax and depth Dmax directions ( Figure 1B ). Lesion volume V is estimated from cross-sectional images by numerical integration, including the de minimus probe volume (e.g., 80°C ( Figure 2C ). A logistic curve fit to these data estimates a functional relationship p = f(T) between tissue color index p and the thermal damage due to heating up to temperature T over 3 minutes.
Over 400 lesions are generated using a variety of electrode and generator configurations, and each is photographed for automated size measurement. Photographic scale is established by selection of points separated by 20 mm on the pictured ruler. The image is resampled to 20 pixels per millimeter and automatically rotated using cannula orientation inferred by peak detection in a Hough transform of the image [27, 28] . The color index of the central-lesion cluster is adjusted using the known set temperature Tset, and thermal damage T = f −1 (pf(Tset)) is inferred for each pixel. The image is thresholded at the T = 55°C damage level. Fine imaging noise is reduced using a binary opening operation with a disc structuring element of radius 7 pixels, and the largest connected component is identified as the heat lesion ( Figure 2E ). Monopolar lesion width W and length L are measured as the largest distance between lesion pixels in the vertical and horizontal image directions ( Figures 1A and 3F ). For bipolar lesions, midline width W, length L, and depth D are measured in addition to the maximal extent in the length Lmax and depth Dmax directions ( Figure 1B ). Lesion volume V is estimated from cross-sectional images by numerical integration, including the de minimus probe volume (e.g., ≈0.02 cm 3 for a 16 ga/10 mm cannula). Monopolar volume is computed by summing circular slices of varying width along the lesion length V = ∫πW 2 dL/4. Bipolar volume is computed by summing elliptical slices of varying depth and length along the lesion width V = ∫πDLdW/4.
Standard, sharp, bevel-tipped RF cannulae (Cosman CC10XY and RFK-C10XYS, 10 cm shaft, X mm tip length, Y ga diameter, 18°bevel) and nitinol TC electrodes (Cosman TCN-10) are used to generate both monopolar and parallel-tip bipolar lesions (Figures 1 and 3) . A unitized TC electrode/cannula with a sharp bevel tip and integral injection port is used for all 23 ga lesions (Cosman CU-10X23, 10 cm shaft, X mm tip length). The trocartipped "Ray" electrode (Cosman RRE, 16 ga/6 mm tip) is used to generate monopolar lesions. For these cases, the generator raises the tip temperature to within 5°C of the set temperature in about 10-15 seconds. Monopolar cooled RF lesions are generated with an 18 ga/4 mm tip internally cooled electrode (SInergy SIP-17-150-4, Baylis Medical Company, Inc., Montreal, QC, Canada) and its fully insulated 17 ga introducer (Baylis SII-17-150) using recommended settings [29] [30] [31] . In a pre-treatment cooling step, the Baylis RF generator (PMG-115-TD version 2.2A) and pump (TDA-PPU-1) circulate roomtemperature fluid through the electrode for 45 seconds. After this, RF is applied for 2.5 minutes during which the tip temperature increases to 60°C with a linear ramp rate of 80°C/min. Pretreatment cooling is 5 seconds for subsequent lesions.
Sampling of electrode and generator configurations is organized into the following groups, centering on "common cannulae" with tip sizes 23 ga/5 mm, 22 ga/ 5 mm, 20 ga/10 mm, 18 ga/10 mm, 16 ga/10 mm (tip diameter/length), and generator settings 80°C/2 min (time/temperature), which appear in several groups: Five lesions are generated for each configuration in each group, and the dimensions of each lesion are measured by the automated system. Lesion size for each configuration is reported by averaging the measured dimensions of all samples of that configuration.
Results
Linear regression of monopolar lesion width W (mm) and length L (mm) measurements with respect to cannula tip diameter d (mm), tip length l (mm), set temperature T (°C), and set time t (minutes) produces the following models within the parameter ranges studied:
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The correlation coefficients R 2 between model and data are 0.92 and 0.97, and the standard errors are 0.65 mm and 0.59 mm, respectively. Analysis of variance indicates high statistical significance for the overall models and for each regression coefficient individually (P values < 0.001).
Model fit can be improved by adding regressors that account for size saturation as temperature and time increase. Figure 4 plots the average and standard deviation of heat lesion width and length for each monopolar RF configuration generated using standard cannulae and TC electrodes, as well as the RRE electrode. Figure 5 shows these trends using photographs of representative lesions. Figure 5G shows examples of similar trends in bipolar heat lesions. Figure 6 shows large RF lesions produced by standard cannulae in monopolar and bipolar configurations and by the monopolar cooled RF configuration. Table 1 lists the standard deviation about the average dimensions of large lesions presented in Figures 4-6. Across all the configurations, the average configurationspecific standard deviation for lesion width is 0.41 mm (min 0.19 mm, max 0.75 mm), and for lesion length was 0.46 mm (min 0.14, max 0.95).
Tip Size Effects
For a sharp-tip cannula energized in a monopolar configuration, average lesion length is 0-5.8 mm longer than the tip length, the lower value corresponding to 60°C/2 min configurations and the upper value corresponding to 16 ga/10 mm/80°C/10 min (Figure 4 right) . The briefer and more practical configuration 16 ga/6 mm/85°C/3 min
Figure 3
From top to bottom: a curved, sharp, bevel-tip RF cannula with stylet in place (20 ga/ 10 mm active tip, 10 cm shaft); a straight, sharp, bevel-tip RF cannula with stylet in place (20 ga/ 10 mm active tip, 10 cm shaft); an RF thermocouple electrode (10 cm nitinol shaft); the electrode positioned within the straight cannula's inner lumen; a trocar-tip "Ray" RRE electrode. produces an average lesion length 5.3 mm longer than the tip exposure ( Figure 6A) . A heat lesion extends proximal and distal to the active tip in roughly equal proportion. Lesion width is somewhat enlarged by increasing tip length from 5 mm to 15 mm (Figures 4 left, 5A , and 6A).
Increasing cannula diameter increases lesion length and width (Figures 4 left and 5B
). Because the increase in lesion width is greater than the increase in tip diameter, there is also an increase in the radial extent of lesioned tissue, termed the effective radius [21] . For example, increasing cannula diameter from 23 ga to 16 ga increases average lesion width by 4.0 mm (74%) from 5.4 mm to 9.4 mm, and lesion length by 2.2 mm from 11.1 mm to 13.3 mm, for a 10 mm tip at 80°C and 2 minutes (Figures 4 left and 5B ). This corresponds to an increase in the maximum effective lesion radius (W-d) 
Temperature Effects
For the monopolar RF cannulae studied, increasing set temperature from 60°C to 90°C increases average lesion width by 2.9-5.2 mm (108-152%), and average lesion length by 1.8-2.8 mm at 2 minutes, excluding the apparently anomalous value for the 18 ga/10 mm tip cannula at 60°C (Figures 4 center and 5D ). For example, width increases from 5.1 mm to 10.3 mm, and length from 11.4 mm to 14.0 mm, for the average 16 ga/10 mm tip cannula.
Time Effects
Across studied cannulae at 80°C, although monopolar lesions grow most rapidly over the first minute, average lesion width is 0.7-1.4 mm (11-20%) larger at 2 minutes, and 1.1-2.1 mm (23-32%) larger at 3 minutes, as com-pared with 1 minute (Figures 4 right and 5E ). Average lesion length is 0.1-0.5 mm larger at 2 minutes, and 0.3-0.8 mm larger at 3 minutes, compared with 1 minute, as assessed by quadratic fit to configuration-specific averages. Lesion width and length continue to increase throughout the observation time of 10 minutes.
Combined Effects
For the monopolar RF cannulae configurations investigated, tip length, tip diameter, temperature, and time each independently increases lesion size. For example, in Figure 4 (left), increasing tip length in the range 5-15 mm, or tip diameter in the range 23-16 ga, increases lesion size even if the other is already increased. In Figure 4 (center and right), lesion dimensions enlarged by increasing tip size are further enlarged by increasing either temperature or lesion time. Figures 4 and 6A show several cases in which average lesion dimensions increase with temperature and time in the ranges 80-90°C and 2-3 minutes, even if the other factor is already increased. Two of these cases are summarized in Table 2 , wherein the effect is more pronounced for width than for length. Figure 6A , Tables 1 and 2 show the effect of increasing all factors simultaneously: average lesion width approaches or exceeds 10 mm for some configurations of 16 ga/ 6 mm, 18 ga/10 mm, and 16 ga/10 mm cannula in the ranges 80-90°C and 2-3 minutes.
Cooled RF Figure 6A (left) shows a lesion produced by the cooled RF configuration wherein the 18 ga/4 mm tip is heated to 60°C over 2.5 minutes following 45 seconds of pretreatment cooling, as recommended [29] [30] [31] . This configuration produces a slightly oblate ellipsoidal lesion with average width 9.9 mm and average length 8.9 mm. Consistent with published in vivo measurement [13] , direct temperature probing around the active tip indicates 77°C maximum tissue temperature when the internally cooled electrode measures 60°C.
Bipolar RF
For the parallel bipolar configurations studied, average lesion width exceeds the tip spacing by 5.5-7.5 mm and is about twice that of a monopolar lesion produced using the same generator settings and cannula size ( Figure 6C right). Using bipolar generator settings 85°C/2.5 min, 20 ga/10 mm cannulae spaced by 10 mm produce a single, rounded, brick-shaped lesion with average width 15.8 mm (Figure 5G left) . With the same settings, 18 ga/ 10 mm cannulae spaced by 12 mm produce an analogous lesion shape with average width 17.8 mm ( Figure 5G left) . With similar generator settings 80°C/ 3 minutes, 16 ga/10 mm cannulae spaced by 15 mm produce a similar lesion shape with average width 22.5 mm ( Figure 6B) . Increasing temperature and time to 90°C/3 min for each of these configurations enhances midline lesion length and depth, producing more convex lesions ( Figures 5G right and 6B) . Bipolar generator settings 90°C/3 min produce average midline lesion depths of 9.2-9.8 mm, and average maximum lesion depths of 9.6-11.0 mm, for studied configurations ( Figure 6B ).
Discussion

Tip Size, Temperature, and Time Effects
The results of this study show that monopolar RF lesion width and length vary considerably over the range of cannula tip sizes and generator settings currently available for interventional pain management. Lesion length increases in proportion to cannula tip length in the range 5-15 mm. Heating lateral, distal, and proximal to the active tip is enhanced by use of larger diameter, higher temperature, and longer lesion time. Lesions generated by thin (23, 22 ga) and thick (18, 16 ga) cannula differ sizably in all dimensions (e.g., Figure 5B ). The same is true of lesions generated at low (60-70°C) and high (80-90°C) temperatures (e.g., Figure 5D ). Although the predominance of lesion growth occurs within the first minute of monopolar RF heating, growth continues over the second and third minutes of heating as well, particularly for larger cannula. This suggests that lesion times of 2-3 minutes are practical means of lesion size enlargement for standard monopolar RF, just as they are for cooled RF and bipolar RF [25, 29, 30] .
Large monopolar RF lesions can be generated using conventional cannulae by maximizing all factors within practical limits: 16 ga/6 mm, 18 ga/10 mm, or 16 ga/10 mm tip size; 80-90°C set temperature; and 2-3 minutes lesion time (Figures 4 and 6A, and Tables 1 and 2 ). Lesion size may be further enhanced by pre-lesion injection of saline or lidocaine through the cannula, as suggested by D. A. Provenzano et al. [32] . Although not fully quantified in the present study due to limited post-lesion tip visibility, conventional monopolar RF lesions can have considerable extension both distal and lateral to the cannula's distal point ( Figures 6A and 7) . This observation does not revise the fundamental conclusion by N. Bogduk et al. that a monopolar heat lesion produced by an elongated active tip generally has a greater lateral than distal extent [21] . However, it does suggest that increasing tip diameter, tip length, temperature, and/or time can reduce technical failures due to directional and/or translational misalign-ment between a cannula and nerve. Furthermore, larger conventional monopolar lesions may be useful for neurotomies of the T5-T8 medial branch nerves, which float in inter-transverse spaces with poor reference to bony landmarks [33] , or for point-on approaches where the nerve and cannula can be directly visualized with ultrasound guidance.
The data indicate some cases in which thinner cannula can produce lesions of equivalent dimension to those produced by thicker cannula, by means of increasing lesion temperature and/or time. Similarly, there are cases where intervention time can be reduced by means of higher temperature and/or larger tip diameter. For example, Figure 5F shows cases in which 20 ga, 18 ga, and 16 ga cannula produce similar lesion sizes, including similar effective radii, for different temperature and time settings. The data and trends plotted in Figure 4 provide a basis for identification of such equivalences, which can be verified through clinical study.
Lesions produced by the solid 16 ga/6 mm trocar-tipped RRE electrode appear to be somewhat smaller than those produced by a standard bevel-tipped cannula/electrode of the same dimension ( Figure 5C ). Standard 16 ga/6 mm or 18 ga/10 mm sharp-tip cannulae may be considered as an alternative to the RRE electrode for cervical medical branch neurotomy procedures using the posterior approach [34, 35] .
Cooled RF
Previous publications on sacroiliac joint (SIJ) denervation using cooled RF report 8-10 mm as the range of lesion widths produced by a 18 ga/4 mm/60°C/2.5 min cooled RF configuration and in ex vivo chicken muscle [29] , and clinically near the bony surface of the human sacrum [13] . The present study is limited to this one cooled RF configuration as a point of comparison with other RF configurations. The average lesion width 9.9 mm found in the present study is at the upper end of the previously reported range. The tissue temperature 77°C measured around the cooled active tip in the present study is similar to the reported maximum in vivo tissue temperature 75°C measured around the cooled active tip near the human sacrum clinically [13] .
Internal cooling of an RF electrode substantially increases heat lesion size. This is well known and strongly evidenced by cooled RF electrodes used for tumor ablation, which produce lesions of 20-50 mm width, much larger than is achievable with conventional RF [10] [11] [12] . However, the present study underscores the fact that some conventional RF lesions are larger than some cooled RF lesions. Just as a conventional lesion generated by a 22 ga/5 mm tip cannula at 70°C for 1 minute has very different dimensions from those generated by a 16 ga/10 mm tip cannula at 90°C for 3 minutes, the relative sizes of conventional and cooled RF lesions depend on the parameters of each configuration. Figure 6A , Tables 1 and 2 present examples of conventional monopolar RF configurations that produce similar or larger average lesion sizes than the studied monopolar cooled RF configuration. These conventional and cooled setups resemble each other in aspects that are clinically relevant: the diameter of the insertion cannula (17 ga for the cooled RF, 18-16 ga for conventional), the total time involved in lesion generation including all ramp and pretreatment cooling times (3:15 seconds for both cooled and conventional RF), the lesion time itself (2:30 minutes for cooled RF, 2-3 minutes for conventional), and the maximum tissue temperature (approximately 77°C for cooled RF, 80-90°C conventional). However, the presented examples do not strictly control for these parameters. In some cases, the differences reflect fundamental trade-offs that will not be resolved by a lesion-size study, but only by consideration of procedural objectives, clinical outcomes, and complications.
The range of cooled RF probes and generator settings in clinical pain management publications is limited at present. However, a variety of cooled RF configurations are possible. Increasing tip length, tip diameter, lesion time and control temperature, injecting saline and lidocaine, and using bipolar RF are each expected to increase the size of cooled RF heat lesions, as they do for conventional RF heat lesions.
Bipolar RF
In a previous study, E. R. Cosman Jr. and C. D. Gonzalez demonstrate the dependency of bipolar lesion geometry over a range of tip diameters (22, 20, 18 ga), tip lengths (5, 10, 15 mm), set temperatures (60, 70, 80, 90°C), set times (0.5-10 minutes), and tip spacings (2-20 mm), and they characterize the robustness of inter-lesion heating to various departures from ideal parallel tip alignment [25] . Figure 6A , Tables 1 and 2 present examples of conventional monopolar RF configurations that produce similar or larger average lesion sizes than the studied monopolar cooled RF configuration. These conventional and cooled setups resemble each other in aspects that are clinically relevant: the diameter of the insertion cannula (17 ga for the cooled RF, 18-16 ga for conventional), the total time involved in lesion generation including all ramp and pretreatment cooling times (3:15 seconds for both cooled and conventional RF), the lesion time itself (2:30 minutes for cooled RF, 2-3 minutes for conventional), and the maximum tissue temperature (approximately 77°C for cooled RF, 80-90°C conventional). However, the presented examples do not strictly control for these parameters. In some cases, the differences reflect fundamental trade-offs that will not be resolved by a lesion-size study, but only by consideration of procedural objectives, clinical outcomes, and complications.
In a previous study, E. R. Cosman Jr. and C. D. Gonzalez demonstrate the dependency of bipolar lesion geometry over a range of tip diameters (22, 20, 18 ga) , tip lengths (5, 10, 15 mm), set temperatures (60, 70, 80, 90°C), set times (0.5-10 minutes), and tip spacings (2-20 mm), and they characterize the robustness of inter-lesion heating to various departures from ideal parallel tip alignment [25] . The cooled RF introducer stylet is 2 mm longer than the electrode, so the electrode is suspended 2 mm from the surface [30] .
The present study is limited to small number of bipolar configurations as points of comparison with other RF configurations. There is close agreement between the ex vivo lesion shapes and dimensions produced by configurations included in both the present and previous study, though the present study shows somewhat larger lesion depths D due to an improved measurement method. The present ex vivo study shows lesion formation at the inter-tip location corresponding to previous in vivo temperature measurements of 53-64°C between two bipolar 20 ga/10 mm cannulae spaced by 10-12 mm and heated at 90°C for 3 minutes near the human sacrum [25] .
With proper selection of cannula size and generator settings, bipolar RF produces rounded brick-shaped heat lesions that surround substantially parallel cannulae spaced up to 10-15 mm or more. This bipolar lesion shape is similar to that of a closely-spaced sequence of three monopolar lesions produced using the same generator settings and cannula size ( Figure 6C right) . Estimated bipolar lesion volume is similar to that of two of the monopolar lesions (Table 1) . Even for relatively thin cannulae, bipolar lesions can be considerably larger than the largest lesions produced by conventional and cooled monopolar RF ( Figures 5G and 6 , Table 1 ). However, bipolar RF requires at least two cannula placements for each lesion, and the relative sizes of particular monopolar and bipolar lesions depend on the particular parameters of each configuration.
Bipolar RF's asymmetric lesion shape and robustness to variations in tip spacing may offer advantages over monopolar RF's axially symmetric lesion shape for the creation of elongated heat lesions of consistent height and thickness (Figure 7) . These advantages may come without substantial drawbacks when bipolar RF replaces monopolar RF in a method that already involves the generation of two or more lesions. For example, a clinical report of the multi-bipolar Palisade method for posterior SIJ denervation uses five or six 20 ga/10 mm or 18 ga/ 10 mm cannula positions, and four or five inter-cannula bipolar lesions, to span the region through which sacral lateral branch nerves reside with irregular number and variable positions relative to bony landmarks [25, 36] . This reduces both the number of lesions and the cannula diameter relative to the reported monopolar cooled RF approach, in which eight lesions are generated using a 17 ga cannula and 18 ga/4 mm active tip [29] [30] [31] . Results from the present study suggest that use of larger 16 ga/ 10 mm cannula could reduce the number of cannula positions to four, and the number of inter-cannula bipolar lesions to three (Figure 8 ), but this has not been evaluated clinically.
Previous ex vivo and in vivo investigations show a wider variety of bipolar configurations than the present study and include setups that produce smaller bipolar lesions that may be more appropriate in some applications [25] . Increasing tip length, tip diameter, lesion time and set temperature, and injecting saline and lidocaine [37] are each expected to increase the size of bipolar RF heat lesions, as they do for monopolar RF heat lesions.
Large Lesions
Increasing heat lesion size has well-known theoretical advantages and disadvantages, whether conventional, cooled, or bipolar RF is used. Larger lesions can reduce SIJ SIJ Figure 8 Palisade bipolar heat lesioning of the sacral lateral branch nerves for treatment of sacroiliac joint (SIJ) pain. Four 16 ga/10 mm tip cannula, spaced by approximately 15 mm, are lowered to the dorsal sacral surface along a line between the lateral aspect of the sacral foramina and the ipsilateral SIJ. A series of three bipolar lesions at 90°C/3 min are generated between each pair of adjacent cannulae to lesion the space through which the sacral lateral branch nerves travel at irregular locations [36] . This is a theoretical modification of a method used clinically in which a greater number of thinner cannula span the same anatomical region with closer spacing, namely five or six 20 ga/10 mm or 18 ga/10 mm cannula spaced by 10-12 mm [25] .
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the likelihood of missing a target nerve [2, 23, 35] and increase the number and extent of target nerves captured by each lesion. This may help to avoid incomplete neurolysis, to improve the degree and duration of pain relief, and to reduce procedure time, x-ray exposure, and the number of required lesions. However, larger lesions may also increase the likelihood and severity of damage to nontarget nerves, skin burns in thin patients, and postprocedural paresthesia [35, 38] . Some of these side effects may be related to the volume of affected tissue, which varies considerably across the lesions generated in the present study. For example, the estimated volumes of the large lesions listed in Table 1 are 4-20 times greater than that generated by the classic SMK configuration 22 ga/5 mm/80°C/1.5 min (0.10 ± 0.01 cm 3 ). Even within Table 1 , the largest monopolar lesion is 90% larger than the cooled RF lesion, and the bipolar lesions are 2.5-4 times larger than the cooled RF lesion, on average. The volume of affected tissue is also a function of the number of lesions needed to reliably interrupt a target nerve (which fortuitously tends to decrease as individual lesion volume increases) and the degree of lesion overlap. Though serious complications are rare, they should be considered when lesion size or number is increased in order to improve outcomes, as should other means for avoiding treatment failure such as improved targetry, patient selection, and diagnosis [38] [39] [40] [41] . The results of the present study provides guidance about how lesions size and shape can be adjusted to investigate these trade-offs clinically.
Comparison with Other Ex Vivo Lesion Size Studies
Many prior studies use homogeneous ex vivo animal tissue to assess RF lesion size. Adult bovine liver [25, 42] , bovine muscle [21, 23, 25] , porcine muscle [25, 43] , chicken muscle [25, 29, 32, 37] , and chicken egg white [20] [21] [22] 25, 44, 45] are common ex vivo models. In previous studies, lesion size is measured manually using apparent tissue color change. The variety of tissue types and measurement methods used in prior studies confounds comparison of different configurations across studies. The present study is unique in that color change is empirically correlated to thermal damage, and lesion size is measured using an automated system to reduce human measurement bias and to assess a wide variety of configurations in single tissue model.
Among the solid animal tissues bovine liver, bovine muscle, porcine muscle, and chicken muscle, it appears that the choice of tissue type does not largely affect trends in the size of temperature-controlled RF heat lesions. Nor would this be expected given their analogous electrical and thermal properties [44] . Though the absolute lesion sizes measured in this and other bovine liver studies [25, 42] are generally larger than those measured in some animal muscle studies [21, 23, 29, 32, 37] , the trends are similar in both cases. Although this offset in apparent lesion size may reflect actual differences in the tissue temperature pattern, it may also be linked to differences in the way tissue color indicates thermal exposure and dif-ferences in the way investigators define the lesion boundary relative to color. Direct tissue temperature measurement for equivalent RF lesioning configurations suggests that temperature-controlled RF heating patterns are similar for solid tissue types but that bovine liver produces more pronounced color change in response to lower temperatures (45-50°C) than do animal muscles [25, 43] . As such, bovine liver can discriminate temperatures over the full range thought to be neurolytic clinically and can image aspects of a thermal exposure pattern that may be invisible or faint in some other tissue types. In the present study, this property of bovine liver is measured empirically and used to automatically determine lesion boundaries based on the relationship between tissue color and thermal exposure ( Figure 2B and C).
Lesion sizes reported in the present study, and in other studies using solid animal tissue, are generally larger than those reported in studies that use chicken egg white [20] [21] [22] 25, 44, 45] . Egg white is a convenient tool for real-time visualization of heat lesions and can be used to demonstrate some heat lesion properties, including fine high-temperature details [44] . However, egg white exhibits pronounced fluid convention dynamics that are absent in solid tissue targets clinically and ex vivo [25] . Egg white also changes color only at high temperatures (62-65°C [46] ), obscuring lower temperatures linked to clinical neurolysis. These properties may explain smaller lesion sizes in egg white, by the reasoning that convection in egg white carries more weakly heated fluid up and away from a growing lesion before it can be further heated and change color [25] . They may also explain other unusual characteristics of egg white lesions that are neither predicted by theoretical lesion models [44] , nor exhibited in solid animal tissue ex vivo: egg white lesions tend not to extend distal to cannula tips that are pointed downward even though temperatures are highest there [44] ; egg white lesions do not grow appreciably after 60-90 seconds in standard monopolar setups [20, 22] ; and bipolar egg white lesions do not form a single connected volume between 22 ga/5 mm tip cannulae spaced by more than about 6 mm and heated to 90°C for 3 minutes [25, 45] . Given these discrepancies and physical considerations, solid animal tissue is expected to be a more clinically applicable ex vivo model for lesion size assessment than egg white.
Comparison with In Vivo Lesion Size Studies
A review of prior investigations of RF lesion size in vivo [4, 13, [17] [18] [19] [20] 25] provides some evidence that ex vivo lesions in the present study are predictive of those generated in actual interventional pain management procedures. In vivo temperature measurements around an 18 ga/4 mm tip cooled RF electrode near the human sacrum suggest an 8-10 mm lesion width and a maximum tissue temperature of 75°C when the tip measures 60°C after 2.5 minutes of RF application [13] . The present study finds the same configuration produces a 9.9 mm average lesion width and a maximum tissue temperature of 77°C. In vivo temperature measurements are reported in the range 53-64°C at the dorsal surface of the human sacrum, midway between bipolar 20 ga/10 mm tip cannula lowered point-on to that surface, spaced by 10-12 mm, and heated to 90°C for 3 minutes [25] . The present study shows lesion formation at the corresponding location for the same configurations ex vivo. Monopolar lesions in the living human brain generated using 16 ga/10 mm blunt-tip electrodes at 80-90°C for 1 minute are reported to be 10 mm wide and 10-12 mm long when assessed 6 months postmortem [18, 19] . In the present study, 16 ga/10 mm sharp-tip cannulae/electrodes generate lesions 7.9-mm wide by 13.0-mm long at 80°C/1 min and exceed 10 mm width between 80 and 90°C at 2 minutes. Monopolar lesion width produced by 19 ga/5 mm round-tip electrodes in the living monkey brain is reported to increase by 4.5 mm (87%) from 5.2 mm to 9.7 mm as tip temperature is varied from 60 to 90°C for 2 minute lesion time, when assessed 0-14 weeks postmortem [17] . In the present study, lesion width produced by monopolar 18 ga/10 mm cannulae/ electrodes increases by 4.5 mm (113%) from 4.0 mm to 8.5 mm over the same range.
Limitations
The size of lesions generated in ex vivo and cadaveric models may differ from those generated in clinical practice due to differing electrothermal properties, blood flow, tissue hydration, tissue homogeneity, initial temperature, injected fluids, and the imprecise relation between clinical neurolysis and experimental indicators of lesioned tissue (e.g., color, temperature, and time). For example, higher initial tissue temperature (e.g., 37°C vs 24°C) is expected to increase clinical lesion size. Active blood flow is expected to limit lesion size, particularly at longer lesion times when weaker heating in the peripheral lesion cannot coagulate capillaries [44] . Lesion shape may be affected clinically by variations in tissue properties around target nerves in the spine, which can include thin cortical bone, trabecular bone with red marrow, muscle, fascia, ligament, tendon, fat, various intravertebral tissue types, blood vessels, cerebrospinal fluid, other nerves, injected fluids, spinal hardware, and other heat lesions. The present study does not model or quantify the net impact of these discrepancies from clinical practice. No one homogeneous medium may be most representative. Though it would be useful to study the effect of spinal tissue inhomogeneity, anatomical variations, and variations in electrode position in a cadaveric, animal, or clinical spinal model, the present study is limited to a homogeneous ex vivo model to avoid obscuring the effects of studied factors. Given the unknown clinical applicability of any ex vivo model, this and other ex vivo RF lesion studies are best understood in terms of relative trends, rather than absolute dimensions.
Sources of error in the present study may include variation in tissue and photographic characteristics, displacement of temperature probe location, misalignment between active tip and photographed cross section, spatial variation in thermal damage, variation in baseline tissue tem-perature, image processing error, small sample size for configuration-specific averages, and indirect measurement of lesion volume.
Conclusions
In the present study, automated photographic analysis is used to compare monopolar RF heat lesion size across cannula diameters, active tip lengths, set temperatures, and set times available for interventional pain management. All four factors are found to significantly affect heat lesion size. Heating both lateral and distal to the active tip is enhanced by means of larger cannula diameter, higher tip temperature, and/or longer duration RF application. Lesion size continues to increase even after 60-90 seconds of sustained heating, often used clinically. In some cases, increasing temperature and/or time enables a thinner cannula to generate lesion dimensions similar to those produced by a thicker cannula at lower temperature or shorter time. Comparison with the solid RRE "Ray" electrode suggests standard cannula sizes that could be used in the method of cervical medial branch neurotomy introduced by S. M. Lord and collaborators for the treatment of chronic cervical zygapophysial joint pain [23, 34, 35, 47] . With proper selection of generator settings, monopolar RF using a standard 18 ga or 16 ga cannulae produces heat lesions of average widths comparable with those of the cooled RF heat lesions proposed for treatment of SIJ pain [29, 30] . Comparison with parallel-tip bipolar RF ( Figure 1B) confirms that bipolar lesion sizes can be much larger than those of monopolar RF, as suggested in previous ex vivo and clinical study in the context of SIJ pain treatment [25] .
